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A B S T R A C T

Background: Early and accurate diagnosis of malaria is critical to the success of malaria elimination. However,
the current mainstay of malaria diagnosis in the field, such as light microscopy and rapid diagnostic tests
(RDTs), have limitations due to low parasite density or mutation in diagnostic markers.
Methods: We evaluated an inexpensive, robust, rapid, malaria diagnostic device, called Gazelle, that employs
magneto-optical detection to identify haemozoin crystals (Hz) produced by all species of human malaria par-
asites in infected individuals. A beam of polarised light is passed through the lysed diluted blood sample
under the influence of high (~.55T) and low magnetic fields. The difference in light transmission through the
sample between the high and low magnetic fields indicates presence of Hz, suggesting possible malarial
infection. A total of 300 febrile patients were screened at the malaria clinic of Indian Council of Medical
Research-National Institute of Research in Tribal Health (ICMR-NIRTH), Jabalpur, India, from August 2018 to
November 2018. Malaria diagnosis was done using four diagnostic methods: Gazelle, light microscopy, RDT,
and malaria specific Polymerase Chain Reaction (PCR). Measures of diagnostic accuracy were compared.
Findings: Out of 300 febrile patients enroled and tested for the presence of malaria parasites, 262 patient
samples were included in the final analysis. The sensitivity and specificity of Gazelle was 98% and 97% in
comparison to light microscopy, 82% and 99% to PCR and 78% and 99% to RDT, respectively. The results of the
four diagnostic methods were comparable and statistically no significant differences in sensitivity or specific-
ity was observed between these methods. Enhanced diagnostic accuracy of Gazelle in malaria patients with
no prior history of malaria treatment was observed in this study.
Interpretation: The diagnostic ability of Gazelle was comparable to light microscopy and better than RDTs
even in low parasitemia and in presence of pfhrp2/3 deletion mutant parasites. Gazelle may be a novel valu-
able diagnostic tool in resource poor settings where (i) microscopy is not feasible and (ii) pfhrp2/3gene
deleted parasite are present. Its speed, cost-efficiency, and alternative to lack of microscopists makes it an
important adjunct in field settings.
Funding: HemexDx, India.
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1. Introduction

Malaria is a leading cause of death due to parasitic infections
worldwide. It is caused by five different species in the Genus Plasmo-
dium (viz. P. falciparum, P. vivax, P. malariae, P. ovale, and P. knowlesi).
More than 40% of the world’s population and nearly 90% of India’s
population is at risk of malarial infection [1]. About 219 million
people were infected globally in 2017 [2]. India contributed to about
85% of all malaria cases in the World Health Organisation’s South-
East Asia Region in 2017; the majority of these cases were reported
from tribal dominated rural areas of the country [2,3]. Even though,
Malaria is treatable and curable, 435,000 people died from the dis-
ease globally in 2017 [2]. Accurate and timely diagnosis is critically
important in the management of malaria.

Currently malaria is primarily diagnosed by microscopy and/or
rapid diagnostic tests (RDTs) both at primary health centres and com-
munity health centres in India. Though microscopy is considered the
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Research in context

Evidence before this study

Microscopy and rapid diagnostic test are widely employed
diagnostic tools for malaria in field and resource poor health-
care settings. However, the diagnosis of malaria by microscopy
is often not feasible because of lack of infrastructure, unavail-
ability of skilled microscopists and erratic power supply. Fur-
ther, the performance of RDT is affected by low density
parasitemia and Pfhrp-2 gene deletion. We searched PubMed
for alternative diagnostic tools which can be used in place or in
combination with existing tools for malaria diagnosis in
resource poor settings. Even though a number of alternative
diagnostic tools are found, yet none were found suitable for
field conditions/ CHC/PHC or community surveys.

Added value of this study

In the present study, we conducted a successful field evaluation
of magneto-optical device (Gazelle) for diagnosis of malaria.
The performance (sensitivity, specificity and accuracy) of the
device Gazelle was similar to microscopy and RDT. Further-
more, it is a quick, battery operated, physically rugged device
with digital interface which can be operated with little training
in poor resource settings with erratic power supply.

Implications of all the available evidence

The device Gazelle may be an important alternative diagnostic
tool in areas where Pfhrp-2 deletion is prevalent. Further, it
may be an important diagnostic tool in mass surveys and poor
resource settings in the field. The device may be a useful rem-
edy for lack of skilled microscopists which compromise malaria
diagnosis across the globe.
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gold standard for malaria diagnosis, its use depends on the availabil-
ity of a well-functioning light microscope, clean glass slides, immer-
sion oil with appropriate optical properties, fresh filtered reagents for
staining, and most importantly, a skilled microscopist. Further,
microscopy is time consuming, labour intensive, and its accuracy is
affected by low parasitemia [4]. Due to ease of handling, RDTs are
increasingly being used to diagnose malaria in resource-poor settings
and field conditions. A total of 276 million RDTs for malaria were sold
worldwide in 2017 [2]. RDTs provide qualitative results for malaria
and are limited in the number of malaria species that they can diag-
nose [5]. RDTs also are less effective in cases of low parasitemia and
infection with P. falciparum lacking histidine rich protein-2 (Pfhrp2)
in malaria endemic regions [6,7]. Loop mediated isothermal amplifi-
cation (LAMP) is a relatively new technique which employs the rapid
amplification and detection of DNA [8]. This method has been suc-
cessfully demonstrated to detect malaria with promising results in
comparison to microscopy, RDT and Polymerase chain reaction (PCR)
[9], even though it is not suitable to field conditions. PCR is a highly
sensitive and specific technique that can detect low-level parasite-
mia, but it is relatively expensive and requires advanced laboratory
equipment and technologically skilled execution, making it unsuit-
able for resource-poor settings [10]. Therefore, the currently available
repertoire of diagnostic tools are insufficient and inefficient in deal-
ing with diagnostic challenges faced in resource-poor settings and
there is an urgent need for alternative malaria diagnostics as India
intensifies its efforts toward malaria elimination [7]. In order to
address the further demand of point-of-care diagnostic tool for
malaria in resource-poor settings, a device, named Gazelle, was
designed. Gazelle is a new point-of-care malaria diagnostic device
that detects Hz particles in blood and diagnoses malaria in less than a
minute (Fig. 1a and b). Previous efforts to use Hz as a biomarker for
malaria were largely unsuccessful [11,12] due to lack of adequate
sensitivity and specificity, while others involved the use of prohibi-
tively costly machinery [11,13,14]. This study reports the first suc-
cessful field evaluation of a low-cost, haemozoin-based, battery
operated malaria diagnostic device and its comparison with micros-
copy, RDTs, and PCR.

2. Methods

2.1. Study site

The study was conducted at the malaria clinic of Indian Council of
Medical Research-National Institute of Research in Tribal Health
(ICMR-NIRTH) located in Late Baliram Kashayap Memorial Medical
College, Jagdalpur, Chhattisgarh, India between August 2018 and
November 2018. Chhattisgarh has the third highest rate of malaria
infection in India; it contributed to about 12% of all malaria cases in
India in the year 2017. Four major species (P. vivax, P. falciparum,
P. ovale and P. malariae)) of malaria parasites are known to be present
here [16,17]. Jagdalpur is a highly malarious, densely forested tribal-
dominated region of Bastar district; more than 70% of the inhabitants
are ethnic tribes (total population 14,13, 199 as per 2011 Census)
[18]. The Late Baliram Kashayap Memorial Medical College in Jagdal-
pur serves as a referral health facility for six districts adjacent to Jag-
dalpur: Dantewada, Bijapur, Sukma, Narayanpur, Kondagaon and
Kanker. About 50% of Jagdalpur and adjoining areas are made up of
forests. Malaria cases are reported throughout the year with predom-
inance of P. falciparum.

2.2. Study population

All febrile patients visiting the malaria clinic at the Medical Col-
lege were screened for malaria. Written informed consent was
obtained from participants before sample collection.

2.3. Sample size

No prior studies are available for reporting sensitivity, specificity
of Gazelle for malaria diagnosis. Therefore, the assumed probability
of sensitivity was considered 50% with 12% relative precision at 95%
confidence limit and 80% power for sample size estimation. This
accumulates the minimum required sample as 267. Further 10% sam-
ples were added to cover the possible sample losses for any unavoid-
able reasons. Finally, a total of 300 samples were planned in the
study. Further, 5 additional samples were lost from our expected
numbers and we were able to analyse the remaining 262 samples in
the study.

2.4. Sampling

About one mL of venous blood was collected in sterile vacutainer
tube from suspected malaria patients. Thin and thick blood smears
were prepared for microscopic examination and the bivalent Malaria
RDT Ag Pf/Pv (Catalogue no.- 05FK80-40-0) from SD BIOLINE was
used to diagnose malaria infection. This malaria RDT targets the
detection of histidine-rich protein II (HRP-II) antigen of P. falciparum
and lactate dehydrogenase (pLDH) of P. vivax species in human whole
blood. About 15 mL of collected blood sample was used for testing in
the Gazelle and rest of the sample was stored for molecular diagnosis.
The blood sample was added to 80 mL of 2% Triton buffer, sonicated
to lyse all blood cells, and run on the device.

2.5. Magneto-optical detection of malaria parasite

Gazelle device: Gazelle is an in vitro diagnostic device that uses
haemozoin as a biomarker for malaria diagnosis. Haemozoin is



Fig. 1. Showing the Gazelle device (1a), testing procedure (1b) and mechanism of haemozoin detection by magneto optical detector (1c).
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produced as a byproduct of haemoglobin digestion by all species and
strains of malaria parasite circulating in the blood of humans. Gazelle
takes advantage of the natural paramagnetic properties of Hz by
using magneto-optical technology to detect Hz present in a small
blood sample. Gazelle consists of a reader (small, table-top) and sin-
gle-use disposable cartridges. The reader can be used in challenging
tropical environments that may be warm (operating temperature
range 5 °C�45 °C) or high in humidity (operating relative humidity
range 5%�95%) and operates on either electric or lithium battery
power. The reader can be charged with a standard Micro-USB char-
ger, such as those used for Android phones. The reader has internal
storage to keep a record of the tests. The Gazelle malaria cartridge
has two chambers i.e., upper and lower chambers. A pipette is used
to drop 15 mL of whole blood into the lower chamber, along with
80 mL of Gazelle buffer and upper chamber was placed on to it. Now,
the sample containing cartridge was sonicated using an external son-
icator to lyse the blood and release the haemozoin. Then this car-
tridge is inserted into the cartridge slot in the reader. When the test
is started in the reader, magnets are passed over the sample multiple
times. As haemozoin is composed partly of iron, the applied magnetic
field aligns the haemozoin; this alignment inhibits the transmission
of light through the test solution in the cartridge. An internal LED
shines light through the sample and the amount of transmitted light
is measured both in presence and absence of the magnetic field. With
no magnetic field, the haemozoin crystals assume a random orienta-
tion because of the Brownian motion. When the magnetic field is
present, the haemozoin crystals are aligned and block the transmis-
sion of light and are proportional to the quantity of haemozoin pres-
ent in the sample. Any haemozoin detected is indicative of malarial
infection. The presence or absence of malaria is displayed on the
reader within one minute. This test can detect all five species of
malaria parasite as they all produce haemozoin. Malaria test results
are stored in the reader’s memory. From the reader, users can print
and save test results to a Wi-Fi or Bluetooth enabled device such as a
laptop or printer. The device is calibrated with synthetic Hz (as posi-
tive control) and colouring dye (as negative control) once every week
or whenever the cartridge of different lot numbers are used to ensure
the sensitivity and proper functioning of the device. Current version of
Gazelle cannot differentiate between different Plasmodium species.

Mechanism of detection of malaria parasite: When a beam of
polarised light is passed through the lysed blood sample in the pres-
ence of the high magnetic field (~.55T), the Hz crystals align to the
applied field (Fig. 1c) in a manner that increases the opacity of the
solution. The opacity is measured with high and with a very low/no
magnetic field using a LED detector to determine the Hz concentra-
tion. The decrease in light with the high magnetic field is directly pro-
portional to the amount of Hz present. If there is no change with
variation in the magnetic field, it would indicate absence of Hz in the
sample or the concentration of Hz is below the detection limit of
Gazelle. An algorithm uses the optical information and Hz measure-
ment to determine the presence or absence of malaria.

Limit of detection (LoD) of Gazelle: This is defined as the lowest
concentration of parasites/mL that is detectable at a 95% or greater
accuracy level by Gazelle malaria test. The limit of detection for P. fal-
ciparum from cultured parasites was 50 parasites/mL with 95% accu-
racy (n = 20). The limit of detection for P. vivax from patient samples
was 35 parasites/mL with 100% accuracy (n = 20). The established
LoD concentration was tested at least 20 times to confirm the accu-
racy of 95% or greater. The results were confirmed by a WHO certified
class-I microscopist.

2.6. Comparative diagnostic methods

The performance of the Gazelle was compared with three current
diagnostic methods: microscopy, RDTs and PCR.

Microscopy of blood smear slides was performed as per WHO
standards. Thin and thick smears of blood were prepared on pre-
cleaned glass slides, dried, fixed, and stained for microscopy. Light
microscopy was used to identify and quantify malaria parasites in
blood smear slides. The number of malaria parasites per 200 white
blood cells (WBCs) were quantified on Jaswant Singh Bhattacharya
(JSB) stained thick films [19]. Parasite density, expressed as the
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number of asexual parasites permL of blood, was calculated by divid-
ing the number of asexual parasites by the number of WBCs counted,
and then multiplying it by an assumed WBC density of 6000 per mL
[20]. In cases, where there were fewer than 100 asexual parasites per
200 WBCs in smears, quantification was performed against at least
500 WBCs. Each slide was examined by one microscopist at the study
site and one WHO certified level-2 microscopist at ICMR-NIRTH,
Jabalpur and their concurrence was crucial for the diagnostic out-
come. In case of difference of opinion, the slide was examined by
third microscopist (Level-1) and the majoritarian decision prevailed.
A blood slide was considered negative when examination of 1000
WBCs or 100 fields containing at least ten WBCs per field showed no
asexual parasites [21].

The Plasmodium falciparum histidine-rich protein-2 (PfHRP-2) and
common Plasmodium lactate dehydrogenase (PLDH) based bivalent
RDTs were used to detect the malaria parasite in whole human blood
as per the manufacturer’s protocol (Catalogue no- 05FK80-40-0, SD
Bio Standard Diagnostics Pvt. Ltd., Gurugram, Haryana). About 5 mL
of blood was transferred with sterile capillary pipette to a round
specimen well and four drops of diluents was added into the assay
diluent well (square). Test results were recorded after 20 min.

The molecular diagnosis of malaria was done by nested PCR fol-
lowing the protocol of Snounou et al. [22]. DNA was isolated from
200 mL of blood sample using QIAamp DNA Blood Mini Kit (Qiagen,
Germany) and eluted in 100 mL of elution buffer provided with the
kit. The purified DNA (~5 mL) was used as template to detect malaria
parasites using genus/species specific primers targeting 18S rRNA
gene. The PCR amplified products were resolved in an agarose gel
and visualised under UV transilluminator [17]. At the study site, three
staff (One technician, one microscopist, one research assistant) were
posted to execute the study. Microscopist was responsible for blood
Table 1
Comparison of diagnostic test statistics of Gazelle, RDT and PCR i

Test diagnostics Microscopy (Gold stan

Positive Negative

A: Gazelle
Positive 41 7
Negative 1 213

Sensitivity (95% CI) 97.6 (87.4 - 99.9)
Specificity (95% CI) 96.8 (93.6 � 98.7)
Positive predictive value (95% CI) 85.4 (72.2 � 93.9)
Negative predictive value (95% CI) 99.5 (97.4 � 100)
Accuracy (95% CI) 96.9 (94.1 � 98.7)

B: RDT
Positive 42 17
Negative 0 203

Sensitivity (95% CI) 100 (91.6 � 100)
Specificity (95% CI) 92.3 (87.9 � 95.4)
Positive predictive value (95% CI) 71.2 (57.9 � 82.2)
Negative predictive value (95% CI) 100 (98.2 � 100)
Accuracy (95% CI) 93.5 (89.8 � 96.2)

C: PCR
Positive 42 14
Negative 0 206

Sensitivity (95% CI) 100 (91.6 � 100)
Specificity (95% CI) 93.6 (89.6 � 96.5)
Positive predictive value (95% CI) 75.0 (61.6 � 85.6)
Negative predictive value (95% CI) 100 (98.2 � 100)
Accuracy (95% CI) 94.7 (91.2 � 97.0)

D: Microscopy
Positive
Negative

Sensitivity (95% CI)
Specificity (95% CI)
Positive predictive value (95% CI)
Negative predictive value (95% CI)
Accuracy (95% CI)
smear staining, examination and parasite counting. The technician
was responsible for the RDT performance and collection of blood
samples for Gazelle as well as PCR analysis. The research assistant
mainly handled the device and was also responsible for consent of
the patient, filling of case report form and monitoring of all the activi-
ties at study site. Microscopist was fully blinded to RDT and Gazelle’s
outcome. PCR was performed at ICMR-NIRTH laboratory by trained
Research assistant.

2.7. Statistical analysis

The results were analysed for sensitivity, specificity, positive and
negative likelihood ratios, odds ratio, and positive and negative predic-
tive values (PPV, NPV). The sensitivity, specificity, NPV and PPV were
calculated as (a) Sensitivity: True positive / total positive * 100 (b)
Specificity: True negative / total negative * 100 (c) Positive Predictive
Value: True positive / (true positive + false positive) * 100 (d) Negative
Predictive Value: True negative / (true negative + false negative) * 100.
The total number of samples are those samples on which all four diag-
nostic tests were successfully performed. The total number of samples
(n) is 262 for all malaria cases. 235 patients had no prior history of
malaria treatment. Receiver operating characteristic (ROC) analysis
and comparison of area under curve (AUC) was carried out to compare
the diagnostic performance of RDT, PCR and microscopy with Gazelle.
Measures of diagnostic accuracy were also assessed in a subgroup of
patients with no history of malaria treatment.

2.8. Ethics

The study was conducted in accordance with the guiding princi-
ples of the Declaration of Helsinki and was approved by the
n all patients (n = 262).

dard) PCR (Gold standard) RDT (Gold standard)

Positive Negative Positive Negative

46 2 46 2
10 204 13 201
82.1 (69.6 � 91.1) 77.9 (65.2�87.7)
99.0 (96.5 � 99.9) 99.0 (96.4�99.8)
95.8 (85.7 � 99.5) 95.8 (85.1�98.9)
95.3 (91.6 � 97.7) 93.9 (90.5�96.1)
95.4 (92.1 � 97.6) 94.2 (90.7�96.7)

50 9
6 197
89.3 (78.1 � 96.0)
95.6 (91.9 � 98.0)
84.7 (73.0 � 92.8)
97.0 (93.7 � 98.9)
94.3 (90.7 � 96.8)

50 6
9 197
84.7 (73.0�92.7)
97.0 (93.6�98.9)
89.2 (78.9�94.8)
95.6 (92.3�97.5)
94.2 (90.7�96.7)

42 0 42 0
14 206 17 203
75.0 (61.6 � 85.6) 71.1 (57.9 �82.2)
100 (98.2 � 100) 100 (98.2�100)
100 (91.6 � 100) 100.0
93.6 (89.6 � 96.5) 92.2 (88.8�94.6)
94.7 (91.2 � 97.0) 93.5 (89.8�96.1)



Fig. 2. a: Receiver operating characteristic (ROC) curve showing diagnostic perfor-
mance of Gazelle, RDT and PCR against Microscopy as gold standard. b: Receiver oper-
ating characteristic (ROC) curve showing diagnostic performance of Gazelle, RDT and
Microscopy against PCR as gold standard.
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Institutional Ethics Committee of ICMR- National Institute of
Research in Tribal Health, Jabalpur, India (IEC ref no. 201,702) and
Health Ministry’s Screening Committee (HMSC) ICMR, India. Written
informed consent was obtained from all patients before sample col-
lection. Data validation and quality control were followed according
to the guidelines for good clinical practice. Data was collected at the
malaria clinic of ICMR-NIRTH at Jagdalpur and stored in a dedicated
computer database of ICMR-NIRTH, Jabalpur.

2.9. Role of the funding source

The funding for the study was provided by HemexDx, India; a sub-
sidiary of Hemex Health, USA. The funding source has no role in
design, execution, analyses, interpretation of the data, or decision to
submit results as manuscript.

3. Results

A total of 300 febrile patients were enroled and screened for malaria
in the study. Mean patient age was 27.6 § 14.0 years; 83% were of
14 years or older; 50% were male. Of the 300 samples from enroled
patients, the malaria positivity rate by microscopy was 15.3% (46/300),
by RDT 22% (66/300) by PCR 21% (63/300) and by Gazelle 18.3% (48/
262). A total of 38 samples were excluded from the final analysis
because of lysis and inadequate blood sample to perform all the four
tests. Of the 262 samples, 42, 59, and 56 samples were identified as
malaria positive using microscopy, RDT, and PCR, respectively. The
mean parasite density (parasites/mL of blood) of microscopy positive
person was 8687 § 8803 (range 419�33,861). Further, species wise
analysis of the data revealed that all microscopically positive P. vivax
cases were also detected by Gazzelle. However, a single case of micro-
scopically positive P. falciparum was not detected by the device, despite
the parasite density of 500 parasites/mL Measures of sensitivity, speci-
ficity, positive predictive value (PPV), negative predictive value (NPV),
and accuracy of Gazelle were 97.6, 96.8, 85.4, 99.5 and 96.9 respectively
in comparison to microscopy considered as gold standard (Table 1) and
82.1, 99.0, 95.8, 95.3 and 95.4 when compared with PCR as gold stan-
dard (Table 1). When RDT was adopted as gold standard, sensitivity,
specificity, positive predictive value (PPV), negative predictive values
were 77.9, 99.0, 95.8, 93.9 and 94.2 respectively (Table 1). Further,
Receiver Operating Characteristics curve analysis revealed that area
under curve (AUC) for Gazelle, RDT and PCR against microscopy was
0.97, 0.96 and 0.97, and against PCR as gold standard, it was 0.91, 0.87
and 0.92 for Gazelle, microscopy and RDT, respectively (Fig. 2a and b).
The above findings indicate that Gazelle detects positive and negative
malaria cases with 97% and 91% accuracy in comparison to microcopy
and PCR, respectively. However, the AUC of Gazelle did not differ signifi-
cantly (p> 0.05) from that of RDT, PCR and microscopy.

The same validation analyses were also carried out on a subgroup
of patients (of the 262) excluding 27 patients who reported a history
of malaria treatment within two weeks preceding the study. Sensitiv-
ity, specificity, PPV, NPV and accuracy were slightly improved for all
the diagnostics methods. However, the trend remained same
(Table 2). A total of 41 samples were found to be positive by all four
methods (Fig. 3). On the other hand, 2 samples were found positive
by Gazelle only and negative by all other methods. This is may be due
to electrical fluctuation during processing, defect in cartridge or proc-
essing error. Further, 12 samples were RDTs positive but negative by
all other methods. This could be due to persistent of PfHRP-2 in their
blood as the study was conducted in the high transmission area.

4. Discussion

Majority of malaria cases are reported from rural areas of India. It is
important to note that tribal populations constituting 8.6% of total popu-
lation account for more than 50% of total malaria cases and about 50%
death due to malaria in the country [3]. Malaria diagnosis is a challeng-
ing task in tribal/rural areas because of poor healthcare infrastructure
[7]. The reluctance of these tribal individuals to seek medical care fur-
ther complicates the issues of malaria diagnosis in tribal areas [23]. We
evaluated a new point-of-care, haemozoin-based malaria diagnostic
device and compared its performance with conventional microscopy,
RDT, and laboratory-based PCR. Hz as a biomarker for malaria has been
tried since long, but it remained largely unsuccessful due to a variety of
reasons [11,12]. As they were tested in cultured samples as opposed to
real-world field conditions, they lacked adequate sensitivity, specificity
and minimum detection levels and were prohibitively expensive
[11,12,14]. In contrast, the results of current study showed that the per-
formance of Gazelle was equivalent to microscopy or RDTs, the primary
diagnostic methods used at the primary/community health centres.
Despite being affordable, microscopy is rarely used in remote tribal
areas because of lack of infrastructure, skilled personnel, and erratic
power supplies [24]. Malaria RDTs are recommended for diagnosis at
places where microscopy is not available within 24 h. Most of the RDTs
target pfhrp-2 antigen for detection of falciparummalaria. However, the
deletion of pfhrp-2/3 genes in P. falciparum in India and other parts of
the world [25�28] underscores the importance and need of non-hrp-2
based diagnostic methods such as magneto-optical detection of malaria
parasite employed by Gazelle [29,30]. Moreover, the advantage of Hz as
biomarker is that it appears very early during the life cycle of the para-
site and gets cleared from the bloodstreamwithin few days. By contrast,
PfHRP-2 (histidine rich protein) takes more than a month to clear [15]
and results in false positives. Gazelle is a sturdy, battery-operated, mag-
neto-optical point-of-care malaria diagnostic device that is easy to use



Table 2
Comparison of diagnostic test statistics of Gazelle, RDT and PCR in patients with no prior history of malaria treatment
(n = 235).

Test diagnostics Microscopy (Gold standard) PCR (Gold standard) RDT (Gold standard)

Positive Negative Positive Negative Positive Negative

A: Gazelle
Positive 35 2 35 2 35 2
Negative 0 198 6 192 0 198

Sensitivity (95% CI) 100 (90.0 � 100) 85.4 (70.8 � 94.4) 100 (90.0�100)
Specificity (95% CI) 99.0 (96.4 � 99.9) 99.0 (96.3 � 99.9) 99.0 (96.4�99.8)
Positive predictive value (95% CI) 94.6 (81.8 � 99.3) 94.6 (81.8 � 99.3) 94.5 (81.5�98.5)
Negative predictive value (95% CI) 100 (98.2 � 100) 97.0 (93.5 � 98.9) 100
Accuracy (95% CI) 99.1 (97.0 � 99.9) 96.6 (93.4 � 98.5) 99.1 (96.9�99.9)

B: RDT
Positive 35 0 35 0
Negative 0 200 6 194

Sensitivity (95% CI) 100 (90.0 � 100) 85.4 (70.8 � 94.4)
Specificity (95% CI) 100 (98.2 � 100) 100 (98.1 � 100)
Positive predictive value (95% CI) 100 (90 � 100) 100 (90.0 � 100)
Negative predictive value (95% CI) 100 (98.2 � 100) 97.0 (93.6 � 98.9)
Accuracy (95% CI) 100 (98.4 � 100) 97.4 (94.5 � 99.1)

C: PCR
Positive 35 6 35 6
Negative 0 194 0 194

Sensitivity (95% CI) 100 (90.0 � 100) 100 (90.0�100)
Specificity (95% CI) 97.0 (93.6 � 98.9) 97.0 (93.5�98.8)
Positive predictive value (95% CI) 85.4 (70.8 � 94.4) 85.3 (72.6�92.7)
Negative predictive value (95% CI) 100 (98.1 � 100) 100
Accuracy (95% CI) 97.4 (94.5 � 99.1) 97.4 (94.5�99.0)

D: Microscopy
Positive 35 0 35 0
Negative 6 194 0 200

Sensitivity (95% CI) 85.4 (70.8 � 94.4) 100 (90.0�100)
Specificity (95% CI) 100 (98.1 � 100) 100 (98.1�100)
Positive predictive value (95% CI) 100 (90.0 � 100) 100
Negative predictive value (95% CI) 97.0 (93.6 � 98.9) 100
Accuracy (95% CI) 97.4 (94.5 � 99.1)0.59 100 (98.4�100)
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and quickly provides accurate results in the field. Test result turnaround
time is fast (one-minute) compared to microscopy (30 min), RDTs
(20 min) and PCR (7�8 h). The diagnostic performance of Gazelle was
slightly better in the case of individuals who did not have a history of
malaria. The sensitivity and specificity was 100% and 99%, respectively,
in patients with no history of malaria as compared to 98% and 97% in
those with prior history. It may be noted that many patients reported
malaria 2�4 weeks after the initial episode; this may be due to poor
compliance of anti-malarial treatment. In such cases, the quantity and
quality of Hz may impact the Gazelle performance. Gazelle provides an
easily readable result which can be stored and transmitted electroni-
cally. The cost of the test on the device is about one dollar per test and it
is very much comparable to the cost of a single RDT. This device enables
clinicians to perform mass screening affordably and quickly for identifi-
cation of symptomatic and asymptomatic carriers of malaria. The cur-
rent Gazelle prototype provides qualitative malaria diagnosis without
species differentiation; however the next version of the device, that can
also detect the species of malaria parasites, is ready for trial. Several
Fig. 3. Venn diagram depicting the result of four different malaria diagnostic test. The
overlap result of diagnostic test showed that 41 samples were found to be positive in
all four different tests.
features of Gazelle make it a potential diagnostic tool for field use in
control, management and elimination of malaria in malaria endemic
areas of the world. Gazelle is a cost-effective point-of-care malaria diag-
nostic device that may prove very useful for malaria diagnosis in
resource-poor settings. It expands and complements the present reper-
toire of malaria diagnostic tools for use in resource limited settings espe-
cially in areas of pfhrp-2 deletion andmixed infection. Overall, this study
adds to the increasing evidence that Hz based assaymay become a valu-
able tool for global malaria control and elimination programme. This is
the right time to test such devices as 26 countries are planning to elimi-
nate malaria by 2030 including India.

The limitation of current study lies in its ability to detect only
malaria positive vs malaria negative cases which create an extra bur-
den where both P. falciparum and P. vivax are present and require dif-
ferent treatment regimens. On the other hand, other human malaria
parasites (P. malariae / P. ovale / P. knowlesi) that have low prevalence
may be also diagnosed with this device. The next version of the
Gazelle is expected to overcome this limitation with efficient diagno-
sis of Pf, Pv and other malaria parasite species and become one of the
best diagnostic tools for malaria elimination globally. Further valida-
tion is required for handling of device by unskilled workers.
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